Modification of scuba regulator for IPPV.
Attention is appropriately being focused on the performance of adequate cardiopulmonary resuscitation in aquatic situations. We modified the second stage (mouthpiece) of a standard scuba regulator to permit intermittent positive pressure ventilation using either a mask or an esophageal obturator airway. Tests demonstrated the inexpensive modification to function adequately for emergency ventilation.